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Abstract
Background: The VX120 (Visionix Luneau, France) is a novel multi-diagnostic platform that
combines Hartmann--Shack based autorefraction, Placido-disk based corneal-topography and
anterior segment measurements made with a stationary-Scheimpﬂug camera. We investigate
the agreement between different parameters measured by the VX120 with accepted or gold-
standard techniques to test if they are interchangeable, as well as to evaluate the repeatability
and reproducibility.
Methods: The right-eyes of healthy subjects were included in the study. Autorefraction of the
VX120 was compared to subjective refraction. Agreement of anterior segment parameters was
compared to the Sirius (CSO, Italy) including autokeratometry, central corneal thickness (CCT),
iridiocorneal angle (IA). Inter and intra-test repeatability of the above parameters was assessed.
Results were analyzed using Bland and Altman analyses.
Results: A total of 164 eyes were evaluated. The mean difference between VX120 autore-
fraction and subjective refraction for sphere, spherical equivalent (SE), and cylinder was
0.01± 0.43D, 0.14± 0.47D, and −0.26± 0.30D, respectively and high correlation was found
to all parameter (r > 0.75) except for J45 (r = 0.61). The mean difference between VX120 and
the Sirius system for CCT, IA, and keratometry (k1 and k2) was −3.51± 8.64m, 7.6± 4.2◦,
0.003± 0.06mm and 0.004± 0.04mm, respectively and high correlation was found to all param-
eter (r > 0.97) except for IA (r = 0.67). Intrasession repeatability of VX120 refraction, CCT, IA and
keratometry yielded low within-subject standard deviations. Inter-session repeatability showed
no statistically signiﬁcant difference for most of the parameters measured.
Conclusions: The VX120 provides consistent refraction and most anterior segment measure-
ments in normal healthy eyes, with high levels of intra and inter-session repeatability.
© 2018 Published by Elsevier Espan˜a, S.L.U. on behalf of Spanish General Council of Optometry.
This is an open access article under the CC BY-NC-ND license (http://creativecommons.org/
licenses/by-nc-nd/4.0/).
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Validación de los parámetros de refracción y segmento anterior mediante una nueva
plataforma multi-diagnóstica (VX120)
Resumen
Antecedentes: VX120 (Visionix Luneau, Francia) es una plataforma multi-diagnóstico novedosa
que combina la auto-refracción basada en Hartmann--Shack, la topografía corneal mediante
discos de Plácido, y las mediciones del segmento anterior realizadas mediante cámara de
Scheimpﬂug. Analizamos la concordancia entre los diferentes parámetros medidos por VX120
con las técnicas aceptadas o de referencia, para probar si eran intercambiables, y evaluamos
la repetibilidad y reproducibilidad.
Métodos: Se incluyeron en el estudio los ojos derechos de sujetos sanos. Se comparó la
auto-refracción de VX120 con la refracción subjetiva. La concordancia de los parámetros del
segmento anterior se comparó con la del sistema Sirius (CSO, Italia), incluyendo autoque-
ratometría, espesor corneal central (ECC) y ángulo iridiocorneal (AI). Se valoró la repetibili-
dad inter e intra-prueba de los parámetros anteriores. Los resultados se analizaron mediante
el método de Bland--Altman.
Resultados: Se evaluó un total de 164 ojos. La diferencia media entre la auto-refracción
de VX120 y la refracción subjetiva para esfera, equivalente esférico (EE), y cilindro fue de
0,01±0,43D, 0,14±0,47D y −0,26±0,3D, respectivamente, encontrándose una elevada cor-
relación entre todos los parámetros (r>0,75) excepto para J45 (r=0,61). La diferencia media
entre VX120 y el sistema Sirius para ECC, AI, y queratometría (k1 y k2) fue de -3,51±8,64m,
7,6±4,2◦, 0,003±0,06mm y 0,004±0,04mm, respectivamente, encontrándose una elevada
correlación entre todos los parámetros (r>0,97) excepto para AI (r=0,67). La repetibilidad intra-
sesión de la refracción VX120, ECC, AI y queratometría reﬂejó desviaciones estándar bajas entre
sujetos. La repetibilidad inter-sesión no reﬂejó una diferencia signiﬁcativa para la mayoría de
los parámetros medidos.
Conclusiones: VX120 aporta medidas consistentes de refracción y de la mayoría de las medi-
ciones del segmento anterior en ojos sanos normales, con elevados niveles de repetibilidad
intra e inter-sesión.
© 2018 Publicado por Elsevier Espan˜a, S.L.U. en nombre de Spanish General Council of Optom-
etry. Este es un art´ıculo Open Access bajo la licencia CC BY-NC-ND (http://creativecommons.
org/licenses/by-nc-nd/4.0/).
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tModern optometry and ophthalmology require the data
from several instruments to offer the patient a complete
ocular exam, especially when refractive or cataract surgery
or contact lens ﬁtting are going to be planned.1 This clinical
procedure can be simpliﬁed using multi-diagnostic platforms
that integrate several technologies in the same device to
measure different anatomical and optical parameters of the
eye.1 These types of diagnostic platforms facilitate a com-
plete characterization of the corneal structure, including
the analysis of the shape and optical aberrations of the
two corneal surfaces, distribution of thickness and even a
volumetric analysis of the cornea.1
The VX120 (Visionix Luneau, Chartres, France) is new
non-invasive multi-diagnostic platform that combines
refraction (Hartmann--Shack based autorefractometer),2,3
simulated keratometry (based on Placido disk
videokeratography),3,4 non-invasive stationary Scheimpﬂug
based pachymetry and Hartmann--Shack wavefront aber-
rometry as well as other functions not investigated in this
study.4,5
One common issue with new instrumentation is to test its
accuracy. Accuracy may be described by two terms: trueness
and precision.6 Trueness refers to the closeness between the
mean of many results and the true value. For measurements
of the eye, there are few true or accepted reference values.6
d
a
dherefore, new instruments should be assessed for agree-
ent with other existing instruments or gold standard tests.
his concept is also called validity.7
Precision refers to the closeness between repeated mea-
urement that are inﬂuenced by ﬁve factors: (1) Observer,
2) Instrument used, (3) Instrument calibration, (4) Environ-
ent and (5) Time interval between measurements.6 The
oncept of precision has two components: repeatability and
eproducibility. Repeatability is the variability in which the
bove ﬁve factors are kept constant.6 This is also known
s intra-test repeatability.7 Reproducibility is the variability
hen one or more of the above ﬁve factors vary.6 When time
s varied, this is called inter-test repeatability.7
Pin˜ero et al. (2017)4 evaluated the intra-test repeata-
ility of several functions of the VX120 system in 107
ealthy subjects and found that the device provides
onsistent measurements of keratometric measurements,
orneal eccentricity, and third- and fourth-order corneal
berrations. Likewise, the same research group has demon-
trated recently that the VX120 system is also able to
rovide consistent measurements of anatomical parame-
ers of the anterior segment, such as anterior chamber
epth, central and peripheral pachymetry and iridocorneal
ngle.5 However, validity has yet to be assessed for this
evice.
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This study investigated the agreement of refraction, cen-
ral corneal thickness, iridicorneal angle and keratometry of
he VX120 system with accepted or gold standard techniques
o test if they are interchangeable, as well as the repeata-
ility and reproducibility of the measurements provided by
he device.
ethods
his prospective user masked project took place at Hadassah
cademic College, Jerusalem, Israel.
ubjects
ubjects above 18 years old were recruited from the student
ody and staff of Hadassah Academic College and Dept. of
ptometry clinics from 2014--2015. All examinations took
lace in the refraction clinics at Hadassah Academic College.
ue to compliance issues, not all subjects participated in
ll exams, yielding a different cohort for each validation
rocedure (Table 1). However, the same cohort was used in
ach type of experiment. The methods and the nature of the
xperiment were orally explained to the participants prior to
heir participation and they signed a statement of informed
onsent. This project was approved by the Ethics committee
f Hadassah Academic College and followed the Declaration
f Helsinki. Subjects were compensated for their time and
ravel to the clinic.
xclusion criteria
ubjects with systematic pathology, pregnant women, sub-
ects with nystagmus, and subjects with any other corneal
r conjunctival pathology or infection were excluded from
he study. Subjects with contact lenses removed the lenses
t least 12 h before the study for hard lenses and 30min for
oft lenses or until there are no signs of corneal warpage.
ubjects with known epileptic history were also excluded.
rocedures
ll instrument measurements were performed per the manu-
acturer’s guidelines. Instrument measurements were taken
y qualiﬁed optometrists or optometry students trained
n the use of each instrument. An examination including
utorefraction, autokeratometry, central corneal thickness
CCT) and iridiocorneal angle (IR) measurements was per-
ormed using the VX120 system. The VX120 uses a very
hort ﬂash of blue LED light with wavelength 450 nm and
ith a constant power of approximately 50W. It com-
ines a Hartmann--Shack aberrometer, a Placido disk corneal
opographer, a Scheimpﬂug imaging-based system and an
ir tonometer. The Placido disk system projects 24 rings on
he corneal surface, measuring more than 100,000 points,
nd this information is used to provide all corneal topo-
raphic information. The Scheimpﬂug imaging-based system
ses monochromatic blue light of 450 nm to obtain pachy-
etric measurements with a resolution of ±10m, and
ridocorneal angle measurements with a resolution of ±1◦.
he Hartmann--Shack aberrometer of the VX120 system
T
a
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easures 1500 points in 0.2 s in an area ranging from 2.0
o 7.0mm2 of diameter.
Besides measurements with the VX120 system, an
xamination was also performed with the Sirius system
Costruzioni Strumenti Oftalmici, CSO, Firenze, Italy). Sub-
ects with abnormal ﬁndings were referred for further
linical evaluation and were excluded from the study.
Manifest refraction was performed by a single qualiﬁed
ptometrist (CK) who was masked to the results of autore-
raction. In the agreement studies, exams were performed
n a random order. Three measurements were obtained with
he VX120 and Sirius systems, and the average was used in
urther analysis and for intra-test assessment of repeatabil-
ty.
Only the right eye of each subject was used in all
nalyses.8 Inter-test (within 10 days after the initial objec-
ive measures) repeatability for each instrument (and for
ubjective refraction) was assessed on a subset of the orig-
nal subjects, who were selected based on their willingness
o comply with further testing. To avoid the effects of diur-
al corneal thickness variations, these measurements were
arried out at the same time of day, between 10 am and
pm.9
The different studies that were performed are summa-
ized in Table 1. In each study, the same cohort of subjects
as used.
ata analysis
he statistical analysis was performed using excel. Nor-
ality of all data distributions was conﬁrmed by means
f the Anderson--Darling test. Parametric statistics were
sed. Agreement and precision analyses were done using
he Bland and Altman method10,11 which included calcu-
ation of the mean difference between the instruments,
he standard deviation (SD) and the 95% limits of agree-
ent (LoA =mean difference± 1.96× standard deviation of
he difference). Intra-test repeatability for different param-
ters was assessed by means of the following statistical
ariables: the within-subject standard deviation (Sw) of the
consecutive measurements, coefﬁcient of repeatability
1.96× Sw× the square root of the number of measure-
ents), and the intraclass correlation coefﬁcient (ICC).
Sample size was calculated per the formulas rec-
mmended by McAlinden et al.6 For three repeated
easurements (as in this study), sample sizes of 96, 43 and
4 subjects were required for a conﬁdence in the estimate
f 10%, 15% and 20%, respectively.
Student’s t-test for paired data was used to assess the
ifference between variables and p-values of 0.05 or lower
ere considered as statistically signiﬁcant.
efraction notationhe spherocylindrical refractions obtained with the device
s well as subjectively were converted to vectorial nota-
ion using the power vector method described by Thibos and
orner.12
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Table 1 Description of the cohort demographics for each experiment.
Parameter (experiment
number)
N Average age (years) Age range (years) SE (D)
1. Agreement and intra-test
repeatability of refraction
61 24.4± 7.3 18--50 −1.05± 1.80
2. Inter-test repeatability of
Refraction of VX120 and
(subjective refraction)
37a(41a) 22.6± 4.1(22.3± 3.9) 19--38 (18--38)
3. Agreement and intra-test
repeatability of CCT, IR,
Keratometry
103 23.2± 5.0 18--47 −1.44± 2.20
4. Inter-test repeatability of
CCT
31b 23.6± 5.9 18--46
a Subset of the 61 subjects from agreement and intra-test experiment.
b Subset of the 103 subjects from agreement and intra-test experiment.
Abbreviations: CCT: central corneal thickness, IA: iridiocorneal angle.
Table 2 Precision of refraction: Mean values of the parameters measured by the VX120 and subjective refraction (N = 61).
Parameter (mean± SD) VX120 Subjective refraction Mean difference p r
Sphere (D) −0.91 ± 1.75 −1.05 ± 1.80 0.01 ± 0.43 0.02 0.97
Cyl (D) −0.65 ± 0.40 −0.39 ± 0.44 −0.26 ± 0.30 <0.01 0.75
SE (D) −1.24 ± 1.78 −1.25 ± 1.85 0.14 ± 0.47 0.82 0.97
J0 0.15 ± 0.03 0.05 ± 0.02 0.10 ± 0.18 <0.01 0.87
0.02
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aJ45 0.01 ± 0.02 −0.04 ±
Results
One hundred and sixty-four normal subjects (164 eyes) were
enrolled in this study. Data from only the right eye was used
in all analyses. In each part of the study, different samples
of subjects were evaluated as summarized in Table 1.
Agreement of refraction
A total of 61 subjects (19 men, mean age 24.4± 7.3 years,
range 18--50) participated in the refraction agreement
study (VX120 autorefraction vs. subjective refraction). Their
refractive error varied between −8.00D and +1.00D of
sphere, and −1.75D and 0.00D of cylinder (mean spheri-
cal equivalent, −1.25± 1.85D). Results from the VX120 for
3-mm pupils were used.
The mean difference (value± std dev) and correlation
between the VX120 autorefraction and subjective refraction
for sphere, spherical equivalent (SE), cylinder and astig-
matic vectors J0 and J45 described in Table 2 and Fig. 1. The
95% LoA between the two methods of obtaining the refrac-
tion were +1.06 to −0.77D (or ±0.92D), +0.86 to −0.83D (or
±0.85D) and +0.32 to −0.84D (or ±0.58D) for the spherical,
spherical equivalent and cylinder component, and +0.46 to
−0.26D (or ±0.36) and +0.38 to −0.29D (or ±0.34) for J0
and J45, respectively (Fig. 1).Approximately, 38% of the VX120 results were within
±0.25D and 69% within ±0.50D of the spherical com-
ponents of the prescription found subjectively (Fig. 2A).
For the spherical equivalent, 54% of the autorefraction
A
r
i−0.05 ± 0.17 0.04 0.61
eadings were within ±0.25D and 77% within ±0.50D of the
ubjective refraction (Fig. 2B). For the VX120 cylinder com-
onents, 43% were within ±0.25D and 80% within ±0.50D
f the subjective results.
The agreement between the axes of the cylindrical com-
onents is shown in Table 3. For all cylindrical powers, 74.4%
f VX120 axes were within ±20◦ of those found subjectively,
nd for cylindrical powers of 0.75D or greater, 78.6% of
X120 axes were within ±20◦ of those found subjectively.
recision of refraction
ntra-test repeatability for the VX120 system in terms of
efraction showed small within-subjects standard deviation
see Table 4).
Inter-test repeatability for the refraction parameters
ere assessed for the VX120 system and subjective refrac-
ion on a subset of the original cohort of 37 and 41 patients,
espectively (Table 5). No statistically signiﬁcant difference
as observed between the ﬁrst and the second session for
phere, cylinder and spherical equivalent parameters for the
X120 system and for all subjective refraction parameters
Table 5).
greement of pachymetry (CCT), iridocorneal
ngle (IR) and keratometrytotal of 103 subjects (20 men, mean age 23.2± 5.0 years,
ange 18--47) participated in the validation study compar-
ng CCT, IR and keratometry between the VX120 and the
246 A. Gordon-Shaag et al.
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Figure 1 Difference in (A) spherical component, (B) spherical equivalent, (C) cylindrical component and (D) J0 and J45 vectors
between the VX120 and subjective refraction/the Sirius, plotted against the mean refractive error/mean cylindrical Compo-
nent/mean of the J0 and J45 components respectively. Mean bias is indicated by the solid lines and the 95% limits of agreement by
the dashed lines.
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Figure 2 Comparison of the frequency of differences between the objective and subjective refractive techniques for (A) spherical
component and (B) spherical equivalent.
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Table 3 Comparison of the axis of the cylindrical component measured with the VX120 system and by subjective refraction.
All prescriptions with a cylindrical
component, n = 39 (%)
Prescriptions with a subjective
cylindrical component ≥0.75D, n = 14 (%)
±5◦ 9 (23.1) 5 (35.7)
±10◦ 20 (51.3) 8 (57.1)
±15◦ 26 (66.7) 10 (71.4)
±20◦ 29 (74.4) 11 (78.6)
Table 4 Intra-test repeatability for subjective refraction (N = 61).
Sphere (D) Cylinder (D) SE (D) J0 J45
Mean (SD) −0.91 −0.65 −1.24 0.14 0.01
SD 0.16 0.10 0.15 0.06 0.05
Sw (D) 0.40 0.32 0.39 0.24 0.21
Coefﬁcient of
repeatability
1.35 1.10 1.33 0.80 0.72
ICC 0.995 (0.992--0.997) 0.95 (0.923--0.968) 0.995 (0.993--0.997) 0.972 (0.958--0.982) 0.970 (0.954--0.981)
Abbreviations: SE, spherical equivalent; Sw, within-subject standard deviation; SD, standard deviation; ICC, intraclass correlation
coefﬁcient; J0 and J45, power vector components.
Table 5 Inter-test repeatability for subjective refraction (N = 41) and the VX120 (N = 37).
Intertest Sphere (D) Cylinder (D) SE (D) J0 J45
VX120 Subj VX120 Subj VX120 Subj VX120 Subj VX120 Subj
Mean difference −0.03 −0.01 −0.03 −0.01 −0.05 −0.01 0.03 0.03 0.03 0.00
SD of difference 0.28 0.07 0.11 0.15 0.27 0.10 0.06 0.07 0.04 0.07
p value 0.47 0.57 0.09 0.60 0.26 0.44 0.01 0.36 0.00 0.84
Abbreviations: Subj, Subjective refraction; SE, spherical equivalent; Sw, within-subject standard deviation; SD, standard deviation; ICC,
intraclass correlation coefﬁcient; J0 and J45, power vector components. p value represents the difference between 1st and 2nd session.
Table 6 Precision of central corneal thickness (CCT), Iridocorneal angle (IA) and K readings: Mean values of the parameters
measured by the VX120 and the Sirius (N = 103).
Parameter (mean± SD) Sirius VX120 Mean difference p r
Sim K1 (mm) 7.73 ± 0.02 7.73 ± 0.04 0.003 ± 0.06 0.60 0.97
Sim K2 (mm) 7.59 ± 0.02 7.59 ± 0.04 0.004 ± 0.04 0.34 0.98
Mean CCT (m) 543.9 ± 2.7 547.5 ± 6.5 −3.51 ± 8.64 <0.01 0.99
IA (◦) 43.5 ± 1.0 36.0 ± 0.7 7.6 ± 4.2 <0.01 0.67
c
F
V
s
(Sirius systems (Table 6). Their refractive error varied
between −9.13D and 4.51D of sphere, and −2.56D
and −0.09D of cylinder (mean spherical equivalent,
−1.44± 2.20D). The results (Table 6, Fig. 3) show no sta-
tistically signiﬁcant difference between the instruments for
keratometry measurements.
The average thickness was 547.5± 6.5m and
543.9± 2.7m for VX120 and Sirius, respectively. The aver-
age difference between the two instruments (3.51± 8.64)
was statistically, but not clinically signiﬁcant (p < 0.01, see
Table 6). For IR, the average difference for IR was both
m
a
(
vlinically and statistically signiﬁcant (7.6± 4.2, p < 0.01).
ig. 3 shows the Bland--Altman comparative analysis of
X120 and Sirius measurements.
Intra-test repeatability for the VX120 system (n = 103)
howed relatively low within-subjects standard deviations
Sw) for all parameter measured (Table 7).
A subset of the original cohort, 31 subjects (31 eyes, 9
en, 22 women) repeated measurements of both the VX120
nd Sirius. Subjects’ mean age (±SD) was 23.6± 5.9 years
range 18--46). Refractive error for these normal subjects
aried between −9.13D and 3.10D of sphere, and between
248
A.
G
ordon-Shaag
et
al.
Table 7 Intra-test (N = 103) and inter-test (N = 31) repeatability for central corneal thickness (CCT), Iridocorneal angle (IA) and K readings.
CCT (m) IA (◦) Sim K1 (mm) Sim K2 (mm)
VX120 Sirius VX120 Sirius VX120 Sirius VX120 Sirius
Intratest
Mean (SD) 547.5 543.9 35.97 43.54 7.73 7.73 7.59 7.59
SD 6.45 2.70 0.72 0.98 0.04 0.02 0.04 0.02
Sw (D) 2.54 1.64 0.85 0.99 0.19 0.15 0.20 0.14
Coefﬁcient of
repeatability
8.62 5.57 2.88 3.36 0.64 0.50 0.68 0.48
ICC 0.983 (0.976--0.988) 0.997 (0.995--0.998) 0.939 (0.916--0.957) 0.973 (0.963--0.981) 0.988 (0.983--0.991) 0.992 (0.989--0.994) 0.984 (0.978--0.989) 0.997 (0.995--0.998)
Intertest
Mean difference 0.04 1.24 0.07 −0.26 −0.005 0.021 −0.014 −0.002
SD of difference 7.90 6.49 1.19 2.08 0.04 0.07 0.04 0.03
p value 0.98 0.29 0.74 0.49 0.46 0.11 0.05 0.77
Abbreviations: Sw, within-subject standard deviation; SD, standard deviation; ICC, intraclass correlation coefﬁcient. p value represents the difference between 1st and 2nd session.
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−2.07D and −0.14D of cylinder (mean spherical equivalent,
−1.52± 2.70D). High inter-test repeatability was demon-
strated for most parameters measured (see Table 5).
Discussion
This is the ﬁrst validation study of the VX120. In terms of
the agreement between objective refraction measurements
provided by the VX120 system and subjective refraction,
there was no clinically signiﬁcant bias between the results
of the VX120 and subjective refraction for either the
spherical component or the spherical equivalent of the
prescription (0.01D, p = 0.02; 0.14D, p = 0.82, respectively).
These results are consistent with those reported in other
previous studies comparing subjective and objective refrac-
tion using different devices.2,18--24 In this study, there was
good agreement between objective and subjective refrac-
tion technique, with 38% and 54% of eyes with sphere
and SE within ±0.25D of that found by non-cycloplegic
subjective refraction, and 69% and 77% within ±0.50D.
These results are consistent with those obtained in pre-
vious studies evaluating other devices providing objective
refraction.2,19 The bias for the cylindrical component was
also small (−0.26D) and consistent with the results of
other previous studies.21,24 A statistical signiﬁcant differ-
ence was found for astigmatic power vectors J0 and J45
(p < 0.01 and 0.04, respectively), but the mean differ-
ence compared to subjective refraction values was very
low and not clinically relevant (0.10 and −0.05D, respec-
tively).
The VX120 system provides consistent measurements
of refraction, with SW values for intra-test repeatability
w
o
c
rindicated by the solid lines and the 95% limits of agreement by
nalysis below 0.40D and ICC of 0.970 or higher. These
esults are similar to those reported in other studies
valuating intra-test repeatability of other devices pro-
iding automatic refraction.13--23 Segura and coauthors15
valuated in healthy eyes the intra-test repeatability of
efractive measurements provided by an autorefractometer
WAM-5500, Grand Seiko Co.) and a ray tracing aberrom-
ter (iTrace, Tracey Technologies) and found ICC values
f 0.999 and 0.904 for sphere and cylinder with the
utorefractometer, and values of 0.998 and 0.939 with the
berrometer. Prakash and coauthors14 evaluated the con-
istency of refractive measurements provided by a new
eneration Hartmann--Shack aberrometer (iDesign, Abbott
edical Optics), ﬁnding Sw values of 0.25 and 0.08D, respec-
ively. Besides the good intra-test repeatability of refractive
easurements obtained with the VX120 system, the inter-
est performance was also shown to be good in our study,
ith standard deviation of differences between measure-
ents of 0.28 D or below. Therefore, our results conﬁrm
hat the VX120 system is able to provide consistent mea-
urements of refraction.
Regarding the analysis of corneal curvature, the results
f agreement and repeatability are similar to other stud-
es which compared autokeratometer to the gold standard
Bausch and Lomb keratometer).3 In this study, there were
o signiﬁcant differences in keratometry between the VX120
nd Sirius systems. The LoAs found were also acceptable,
ith values from −0.12 to 0.13mm (or ±0.12) and from
0.08 to 0.09mm (or ±0.09) mm for K1 and K2, respectively,
hich are similar and even smaller than those reported in
ther studies comparing technologies of measurement of
orneal curvature.3,22,25--28 Pin˜ero et al. (2017)4 found similar
esults when they evaluated the intrasession repeatability
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f keratometry measurements for the VX120. These authors
btained Sw below 0.26D for keratometric measurements,
ith ICC above 0.982.
This study evaluated whether the CCT and IA mea-
urements obtained with the VX120 system can be
sed interchangeably with those obtained with another
cheimpﬂug imaging system (Sirius). For CCT, the average
ifference between the two instruments (3.51± 8.64m)
as statistically, but not clinically signiﬁcant (p < 0.01, see
able 6). For IR, the average difference for IR was both
linically and statistically signiﬁcant (7.6± 4.2, p < 0.01).
urthermore, the consistency of CCT and IA measurements
as good, with Sw values of 2.54m and 0.85◦, respectively.
he same level of consistency was found with the Sirius sys-
em for both parameters, conﬁrming that both instruments
rovide consistent measurements of CCT and IA, with similar
evel of accuracy. The results of this study conﬁrm previous
esults on the consistency of pachymetric and IA measure-
ents obtained with the VX120 system.5
Several studies evaluating have obtained similar or even
orse Sw values for CCT with the Sirius system (Prakash
t al.29 Sw: 5m; Montalbán et al.30 Sw: 2.80m; Chen
t al.31 Sw: 3.10m) and optical biometry systems (Zhao
t al.32 Sw: 14.24m; Kunert et al.33 Sw: 19.5m). Like-
ise, the level of intra-session repeatability obtained for IA
ith the VX120 was consistent with that reported for other
evices.34,35 The LoAs between Sirius and VX120 systems
or CCT were clinically acceptable, conﬁrming that these
wo devices can be used interchangeably for the measure-
ent of such parameter. In contrast, the difference between
nstruments in IA was statistically signiﬁcant and LoAs can be
onsidered as clinically relevant, with the presence of dif-
erences up to 15◦. Possibly, the VX120 and Sirius systems use
ifferent algorithms and graphical approaches for deﬁning
nd estimating numerically the IA.
There are some limitations in the current study. The
ame cohort of subjects was not used for each experiment.
owever, this does not impinge on the results since each
xperiment in itself used the same cohort of subjects. The
onﬁdence in the estimation was higher (15--20%) for some
f the experiment, due to a smaller sample size.
In conclusion, the VX120 provides consistent measure-
ents of refraction, keratometry, CCT and IA in normal
ealthy eyes, with high levels of intra and inter-session
epeatability. The measurements of objective refraction are
n agreement with those obtained by subjective refraction
n most of cases. The VX120 and Sirius systems can be used
nterchangeably to measure CCT and keratometry, but the
easurement of IA can differ signiﬁcantly between both
nstruments.
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